This study aimed to develop a simple and cost-effective method to measure blood flow in zebrafish by using an image-based approach. Three days post fertilization (dpf) zebrafish embryos were mounted with methylcellulose and subjected to video recording for tracking blood flow under an inverted microscope equipped with a high-speed CCD camera. In addition, Hoffman lens was used to enhance the blood cell contrast. The red blood cell movement was tracked by using the TrackMate plug-in in the ImageJ image processing program. Moreover, Stack Difference and Time Series Analyzer plug-in were used to detect dynamic pixel changes over time to calculate the blood flow rate. In addition to blood flow velocity and heart rate, the effect of drug treatments on other cardiovascular function parameters, such as stroke volume and cardiac output remains to be explored. Therefore, by using this method, the potential side effects on the cardiovascular performance of ethyl 3-aminobenzoate methanesulfonate (MS222) and 3-isobutyl-1-methylxanthine (IBMX) were evaluated. MS222 is a common anesthetic, while IBMX is a naturally occurring methylxanthine. Compared to normal embryos, MS222-and IBMX-treated embryos had a reduced blood flow velocity by approximately 72% and 58%, respectively. This study showed that MS222 significantly decreased the heart rate, whereas IBMX increased the heart rate. Moreover, it also demonstrated that MS222 treatment reduced 50% of the stroke volume and cardiac output. While IBMX decreased the stroke volume only. The results are in line with previous studies that used expensive instruments and complicated software analysis to assess cardiovascular function. In conclusion, a simple and low-cost method can be used to study blood flow in zebrafish embryos for compound screening. Furthermore, it could provide a precise measurement of clinically relevant cardiac functions, specifically heart rate, stroke volume, and cardiac output.
Results

Basic Principle and Experimental Protocol for Blood Flow Tracking and Velocity Measurement in Zebrafish Embryos Using ImageJ-Based Methodology
In this study, blood flow tracking and velocity measurements were performed using a simple and cost-effective setup, consisting of an inverted microscope and high-speed CCD camera to capture the images. Initially, the captured video recording was in mp4 format, which was then converted to avi format using the VirtualDub software before it can be further processed by the open-access software ImageJ application. This application was then utilized to perform blood cell tracking and velocity measurements. Subsequently, the red blood cell movement was tracked by using the TrackMate plug-in in the ImageJ application to establish the corresponding pixel change relative to blood flow velocity. For blood flow patterns, we selected a region of interest (ROI) in the dorsal aorta (DA) or the posterior cardinal vein (PCV) and used the Stack Difference and Time Series Analyzer plug-in in the ImageJ application to detect the dynamic pixel changes over time. Finally, the blood flow pattern was obtained by curve fitting. The overall scheme is summarized in Figure 1 .
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Measurement of Blood Vessel Radius in 72hpf Zebrafish Embryos
In order to measure cardiovascular performance, specifically stroke volume and cardiac output, it is necessary to measure the radius of the blood vessel. Consequently, five points were chosen from the anterior to posterior positions of the DA and PCV as indicated in Figure 3A to perform radius measurement. By using five sampling points for radius measurement, no significant difference 
In order to measure cardiovascular performance, specifically stroke volume and cardiac output, it is necessary to measure the radius of the blood vessel. Consequently, five points were chosen from the anterior to posterior positions of the DA and PCV as indicated in Figure 3A to perform radius measurement. By using five sampling points for radius measurement, no significant difference between the successive sampling points of both the DA ( Figure 3C ) or in PCV ( Figure 3D ) was found. This result suggests that the average radius length could be used to carry out cardiovascular performance measurements. The average radius of the DA was 7.3 ± 0.2 µm whereas the PCV has an average radius of 9.6 ± 0.2 µm ( Figure 3B ) in 72 hpf zebrafish embryos.
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Cardiovascular Performance in Zebrafish Embryos on 1-5 Days Post Fertilization (dpf)
The velocimetry profiles for zebrafish from 1 to 5 dpf are shown in Figures 4A-C and Video S1. Blood was ejected from day 1 and incremented until day 3. By day 4, there was a significant reduction in blood flow velocity with a subsequent increase on the fifth day. The highest blood flow velocity was observed on day 3. Blood flow velocity was higher in the DA than in the PCV. The observations are consistent with a previous study that used a confocal microscope for quantitative measurement of cardiovascular performance in zebrafish embryos and larvae [14] . There are two possible explanations for the reduction in velocity during ontogeny. First is the growing size of the ventricular-bulbar valve and the ongoing production of blood cell which increased the hematocrit and second, there was a motion immediately after systole after 4-dpf fish. This could be mistaken for retrograde flow, however, this motion occurred due to the closure of the valve pushing red blood cells back into the ventricle. This phenomenon was not present in the 3 dpf fish. The motion is a true retrograde flow caused by the force applied to the ventricular-bulbar valve as the ventricle expand [16] . 
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to a regular lens. The differences in blood velocity using Hoffmann lens and non-Hoffmann lens were then determined. Compared to the regular object lens, the Hoffmann lens provided a clear blood cell image and video recording thereby providing more stereo details. However, there was no significant difference between the recorded maximum, mean, and minimum blood flow velocity by the Hoffman and non-Hoffman lens, indicating that the non-Hoffmann lens could also be used to measure the blood flow velocity by using this ImageJ-based method (Figures 4D-F, Video S2). 
Functional Assessment of Cardiovascular Performance in Zebrafish Embryos Before and After Exposure to Drugs
Primary DA is a pair of longitudinal vessels whose anterior ends are directly connected to the embryonic heart via the outflow tract. The pattern of blood flow in DA follows the beating of the heart [17] . The results of this study showed that blood flow displayed more dynamic fluctuations in DA rather than in PCV. The maximum, mean, and minimum blood flow velocity of normal zebrafish embryo calculated from DA were 1460 ± 138, 605 ± 36, 56 ± 3 μm/s, respectively. By contrast, the maximum, mean, and minimum blood flow velocity calculated from PCV were 479 ± 36, 258 ± 21, 43 ± 3 μm/s, respectively. The maximum velocity in DA was approximately 3.5-fold higher than in PCV ( Figure 5A -C). The findings are comparable to a previous study which used expensive laser scan confocal microscopy technology [1, 18] .
To validate the designed methods, the potential effects of two different compounds on cardiovascular function were evaluated. MS222, one of the anesthetics extensively used to reduce body movement and avoid discomfort, stress, and pain in aquatic animals during experimental procedures This drug consists of benzocaine that blocks the activity of both sensory and motor neurons [8, [19] [20] [21] [22] [23] [24] [25] . However, previous studies found that MS222 can reduce heart rate by 37.7% and 27.1% in zebrafish when administered at a concentration of 40 ppm and 30 ppm, respectively [8] . The effect of MS222 and other compounds on other cardiovascular function parameters, such as stroke volume and cardiac output, remains elusive. In this study, zebrafish embryos which were incubated in 160 ppm MS222 elicited a 72% blood flow velocity reduction. The maximum, mean, and minimum blood flow of the DA were 398 ± 51, 202 ± 25, 38 ± 2 μm/s, respectively. While the maximum, mean, and minimum velocity of the PCV were 301 ± 28, 162 ± 17, 33 ± 2 μm/s, respectively (Figures 5A-C, Video S3). These results are consistent with a previous study that demonstrated blood flow velocity 
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decreased the maximum stroke volume of the DA, but no significant difference in maximum stroke volume of the PCV was found. Furthermore, this study also showed that both compounds produced a significant reduction in the mean stroke volume of the DA, and only IBMX could significantly reduce the mean and minimum stroke volume of the PCV (Figures 5D-F) . Stroke volume is dependent on the diameter of the blood vessel. A higher diameter leads to a higher stroke volume. Therefore, there was no significant difference in the maximum stroke volume of the DA and the PCV. To validate the designed methods, the potential effects of two different compounds on cardiovascular function were evaluated. MS222, one of the anesthetics extensively used to reduce body movement and avoid discomfort, stress, and pain in aquatic animals during experimental procedures This drug consists of benzocaine that blocks the activity of both sensory and motor neurons [8, [19] [20] [21] [22] [23] [24] [25] . However, previous studies found that MS222 can reduce heart rate by 37.7% and 27.1% in zebrafish when administered at a concentration of 40 ppm and 30 ppm, respectively [8] . The effect of MS222 and other compounds on other cardiovascular function parameters, such as stroke volume and cardiac output, remains elusive. In this study, zebrafish embryos which were incubated in 160 ppm MS222 elicited a 72% blood flow velocity reduction. The maximum, mean, and minimum blood flow of the DA were 398 ± 51, 202 ± 25, 38 ± 2 µm/s, respectively. While the maximum, mean, and minimum velocity of the PCV were 301 ± 28, 162 ± 17, 33 ± 2 µm/s, respectively ( Figure 5A -C, Video S3). These results are consistent with a previous study that demonstrated blood flow velocity reduction in zebrafish after MS222 treatment [14] . The second compound used is IBMX, one of the methylxanthines having coupled heterocyclic organic compounds consisting of pyrimidinedione and imidazole rings [10] . This compound reportedly has two major toxicities, cardiac toxicity and hemodynamic perturbations [9] . In this study, IBMX (160 ppm) caused 58% blood flow velocity reduction. The maximum, mean, and minimum blood flow velocity of the DA were 608 ± 40, 314 ± 15, 45 ± 4 µm/s, respectively. By contrast, the maximum, mean, and minimum blood flow velocity of the PCV were 294 ± 18, 158 ± 9, 32 ± 2 µm/s, respectively ( Figure 5A -C, Video S3). Overall, the reduction of blood flow velocity in treated fish compared to the control group was observed.
Stroke volume (SV) can be determined by multiplying the area of the aorta/vein (A) by velocity-time integral (VTI). The maximum, mean, and minimum stroke volume of the DA was 30 ± 5, 3 ± 0.4, 0.09 ± 0 pl/beat, respectively. On the contrary, the maximum, mean and minimum stroke volume of the PCV was around 19 ± 2, 1.6 ± 0.2, 0.15 ± 0 pl/beat, respectively. The stroke volume of the DA was approximately 1.6-fold higher than the PCV in zebrafish. In treated fish, MS222 and IBMX significantly decreased the maximum stroke volume of the DA, but no significant difference in maximum stroke volume of the PCV was found. Furthermore, this study also showed that both compounds produced a significant reduction in the mean stroke volume of the DA, and only IBMX could significantly reduce the mean and minimum stroke volume of the PCV (Figure 5D -F). Stroke volume is dependent on the diameter of the blood vessel. A higher diameter leads to a higher stroke volume. Therefore, there was no significant difference in the maximum stroke volume of the DA and the PCV.
Heart rate measurement was also performed indirectly based on the recorded blood flow video. It was determined by multiplying the time interval (in seconds) between two peaks by a factor of 60. This study showed that only IBMX produced a significant difference in heart rate ( Figure 5G ). However, based on a previous study, incubation of zebrafish in 40 ppm and 30 ppm of MS222 caused a 37.7% and 27.1% decrease in heart rate respectively, and incubation in 160 ppm led to a heart rate reduction to 97 bpm [8] . IBMX also induced an increase in heart rate [26] . To validate this result, we also measured the heart rate of treated fish directly from the heart. Interestingly, the results are comparable to other studies [8, 26] showing that fish treated with MS222 had a significantly reduced heart rate, whereas treatment with IBMX had significantly increased the heart rate ( Figure 5H ). These results suggest that heart rate measurement calculated from blood flow pattern may lead to bias. In connection with the results, it was reported in another study that no significant difference in the heart rate in different concentrations of MS222 was reported when it was calculated from the blood flow [14] . Therefore, it can be concluded that heart rate measurement must not be done based on blood flow pattern because it may lead to biased results.
The side effects of anesthetic drugs also can be seen from changes in cardiac output. The cardiac output can be determined by multiplying the stroke volume with heart rate (CO = SV × HR). The anesthetic MS222 significantly reduced cardiac output. On the other hand, treatment with IBMX did not reduce the cardiac output ( Figure 5I ). In this study, analysis of both the blood flow and heart rate is suggested to obtain accurate measurements of the cardiac functions and better assessment of cardiovascular performance.
Discussion
Heartbeat and blood flow are highly correlated, thus assessment of cardiotoxic drugs could be done with either approach to support one another. Many previous studies have established several methods to analyze the cardiovascular performances in zebrafish, however most of them require expensive instruments, a fluorescent probe or transgenic fish, and complicated software analysis [1, [11] [12] [13] [14] . This study designed a method that utilizes a simple and low-cost instrument with a high-speed CCD camera mounted on an inverted microscope. In this method, fluorescent and/or transgenic fish is not required however, a pigment-blocking reagent such as phenylthiourea (PTU) must be used as pigmentation in zebrafish can hinder the blood flow velocity measurement. In addition, the current ImageJ-based method for blood flow calculation involves multiple steps before obtaining cardiac function data. Macro language implantation is required to reduce the operational difficulties and boost the calculation performance in the future.
The DA vessels are directly connected to the heart chamber, making the DA regional blood flow pattern in accordance with the pumping of the ventricle. The PCV is connected into the atrium region, collecting oxygen-deficient blood from the body. Tracking single blood cells over the frames is required to access the precise impact caused by a drug in the heart and blood flow alteration. High contrast difference between foreground and background facilitates the TrackMate plugin application in detecting subtle changes in intensity. The algorithm is based on the LoG operation [27] . TrackMate, a plugin of ImageJ could provide single-particle tracking via segmenting and following the object over time. It has several modules that are designated for different functionalities. The first is a spot detector to detect the blood cell based on its size. This detector was based on the LoG algorithm. The second is a spot analyzer that can filter the object. The third functionality is selecting a view that opens a new 3D window and displays the spots as 3D spheres and 3D lines. The fourth functionality is a spot tracker that filter the spots and link them together. These trackers are based on Linear Assignment Problem (LAP). Finally, the functionality of the miscellaneous actions functionality completes the whole tracking process and export all statistic data for further analysis. Red blood cells show lower pixel intensity than the background; therefore, it is very difficult to identify using TrackMate. Other than the size, the TrackMate plugin also recognizes the object based on the threshold. If the background intensity value is greater than the object, it is recognized as a false positive result. Therefore, to minimize the false-positive results affected by background noise, the pixel values were inverted using ImageJ resulting in object pixel intensity greater than the background. Furthermore, to analyze the blood flow pattern chronically, the Time Series Analyzer plugin was used. Stack Difference plugin was used beforehand to distinguish the foreground from the background. Only the blood cell movement was calculated, with the background subtracted. The calculation is based on pixel intensity change. The principle of pixel intensity change is based on the cell numbers and differences in the degree of an object that could be affected by speed. In the DA, the highest peak of blood flow pattern represents the systolic phase and the red blood cell velocity. This study found the time interval of blood flow pattern to be in agreement with heart rate. The dorsal aorta blood flow pattern corresponded to the heart beating rate and there was almost no flow in between pulses. Vasculogenesis in zebrafish resembles that in other higher vertebrates. The peak in the DA was 2100 µm/s and seldom ceased during the oscillatory cycle. The blood flow in the PCV is relatively less pulsatile and steadier [1] . After angioblasts differentiated from the ventral-lateral mesoderm, they migrated to the DA and the PCV. In the first circulation, the blood cell exits the heart through the bulbous arteriosus and ventral aorta and branches into mandibular aortic arches. The blood exits arches directly and forms into a single medial DA. Many factors contribute to the differences in blood flow pattern between the DA and the PCV. The ends of the DA anterior vessels are connected directly into the developing heart via the outflow tract. Blood flow continues into the tail and turns 180 • entering the caudal vein. The size of the PCV vessel diameter is greater than the diameter of the DA. Therefore, more red blood cells could be accommodated in the PCV [3, 28] .
General anesthetics are commonly used in fish research for immobilization and reduction of pain, discomfort and handling stress. Tricaine methanesulfonate or MS222 is the most frequently used anesthetic in fish; however, depending on the dose and exposure time, it can have adverse effects, such as aversion, epidermal and corneal lesions, hypoxemia, decreased heart rate, and death. Moreover, MS222 has been reported to be toxic to humans [7] . Previous findings on the normal sedating dosage of MS222 has shown that it could lead to bradycardia in zebrafish [29] . In this study, the result is in corroboration that MS222 affects heart rhythm. The average heart rate was reduced when the fish was incubated in 160 ppm MS222. Blood flow velocity was also reduced to 72% after 160 ppm of MS222 treatment. On the other hand, IBMX, a methylxanthine increased the heart rate of zebrafish by 12%. Methylxanthines are adenosine receptor antagonists, which cause an increase in the heart rate in the treated embryos [9] . Although IBMX increases the heart rate, it concurrently decreased the blood flow velocity. This result is in agreement that heartbeat and blood flow velocity could have different outcomes [6] . IBMX can cause defective heart formation, irregular heartbeat, decreased blood circulation, mild pericardial and yolk sac edema in zebrafish embryo which explains why it is not approved as a drug. [9] .
Stroke volume is the amount of residual blood in the ventricle chamber after each heartbeat. It is an indication of how much blood could be pumped out and the power of the heart pushing blood through blood vessels. It is also defined as the difference between systolic and end-diastolic volume [30] . MS222 and IBMX lowered the stroke volume compared to the control. The amount of blood pumped out from the heart could be measured by cardiac output. It can be determined by the stroke volume and heart rate produce cardiac output. Cardiac output is an important indicator of how efficient the heart can fulfill the demands of the body for blood perfusion [31] . It was found that the cardiac output was also reduced after MS222 treatment; however, no significant difference in cardiac output was shown after IBMX treatment. This suggests that both blood flow and heart rate analysis should be done side by side to measure cardiac function precisely.
To magnify and enhance blood cell contrast, 40× Hoffman lens was used. This may be the first study that performed cardiovascular measurements in zebrafish by using a Hoffman modulation lens. The Hoffman contrast modulation increases visibility and contrast of an unstained and living material by detecting optical gradients (or slopes) and converting them into variations of light intensity. Thus, Hoffmann lens can obtain a clear blood cell image which comparable to the result obtained by using expensive Nomarski differential interference-contrast microscopy. However, in this study, we found the blood flow velocity obtained from non-Hoffman and Hoffman lens are consistent and comparable. These results strong indicates the ImageJ-based method reported here can tolerant low image contrast to extract precise blood flow velocity.
The blood flow velocity was also measured in zebrafish larvae ontogenically from 1 to 5 dpf. Blood flow velocity continued to increase and reached the highest velocity on day 3, with a subsequent significant decrease on the fourth day. The increase in size of the ventricular-bulbar valve and the increased hematocrit due to ongoing production of blood cells may possibly account for the reduction of velocity. Moreover, on 4 dpf, a motion occurred due to the closure of the valve pushing red blood cells back into the ventricle and this phenomenon was not present in the 3 dpf fish [16] .
In conclusion, the designed method and instrument setting provides an easy and low-cost methodology to study the blood flow velocity and pattern in zebrafish embryo for drug/compound screening. It can also provide precise measurement of cardiac functions, including heart rate, stroke volume, and cardiac output. Most importantly, the simple setting result corresponds with other studies which measured cardiovascular performance in zebrafish larvae using an expensive setting like laser-scanning velocimetry [14] . We believe this simple method will do great contribution for scientists on doing cardiovascular function assessment in fish embryo/larvae.
Methods
Zebrafish Maintenance
Zebrafish care and maintenance system, breeding, and larvae raising were in accordance with standard protocols [32] . Wild type AB strain zebrafish were used for breeding and observation in this study. Blood flow velocity was determined in 72 hpf zebrafish larvae whereas cardiovascular function was evaluated in 1 to 5 dpf of zebrafish larvae. Phenylthiourea (PTU, Sigma, St Louis, MO, USA) treatment was applied to prevent pigment formation on masking the blood flow tracking according to the previous method [33] . Ethyl 3-aminobenzoate methanesulfonate (MS222, cat. A5040, Sigma) and 3-isobutyl-1-methylxanthine (IBMX, cat. A1914048, Aladdin, Shanghai, China) were purchased from commercial companies. All experimental protocols involving zebrafish were approved by the Institutional Animal Care and Use Committee of Chung Yuan Christian University with the approval number 106025 (25 May 2017).
Video Recording
Healthy larva was transferred into 3 cm-Petri dish. Excess water was removed from the plate and 3% methylcellulose (Sigma) was applied to fix the fish position. The Petri dish was mounted on an inverted microscope (ICX41, Sunny Optical Technology, Zhejiang, China) equipped with a high-speed digital charged coupling device (CCD) (AZ Instrument, Taichung City, Taiwan). Hoffman objective lens 40× was used to magnify and enhance image contrast. In this study, the dorsal aorta (DA) and posterior cardinal vein (PCV) were selected as the regions of interest (ROI). HiBestViewer (AZ Instrument, Taichung City, Taiwan) software was used to record the video at 200 fps for 10 s and saved at a rate of 30 fps.
Video Processing
The captured videos in mp4 format were first converted to avi format by using Wondershare Video Converter Ultimate software (available online: https://videoconverter.wondershare.net/). The video was then rendered with VirtualDub software (available online: http://virtualdub.sourceforge.net/) to make it compatible with ImageJ. X264vfw (available online: https://sourceforge.net/projects/x264vfw/) software was installed to run the VirtualDub.
Blood Cell Tracking
The Fiji distribution of ImageJ (Available online: https://imagej.net/Fiji/Downloads) was used to track the blood cell velocity. Before blood flow velocity analysis, the distance of each blood cell was measured. This was done by using the MTrackJ plug-in (available online: https://imagescience.org/ meijering/software/mtrackj/). The ROI was selected by the freehand selection tool and the outside area was cleared to facilitate the analysis. Trackmate plug-in (available online: https://github.com /fiji/TrackMate/releases/tag/TrackMate_-3.5.3) is one of the ImageJ Plugin to track the particle/cell movement. Several filters and parameters are implemented in the TrackMate to screen the object such as threshold, color, contrast, estimated diameter, etc. The object detection algorithm of TrackMate is based on the Laplacian of Gaussian (LoG) segmentation. There are three different detectors based on the size of the object and for this study, downsample of LoG detector was used. The tracking method is based on the Linear Assignment Problem (LAP) that is most suitable most for particles undergoing Brownian motion.
Blood Flow Pattern and Heart Rate Calculation
Stack Difference plugin was used to discriminate the foreground and the background. DA and PCV regions were selected as ROI to track the blood flow pattern. Then, Time Series Analyzer plug-in (Available online: https://imagej.nih.gov/ij/plugins/time-series.html) was used to analyze the dynamic pixel change pattern over time [1, 18] . Next, the heart rate was measured from the dynamic pixel change data. The heartbeat rhythm was determined using Origin 9.1 software (Originlab Corporation, Northampton, MA, USA). Peak Analyzer function in Origin 9.1 was used to calculate the time of the peak. The time of peak was then processed by using Microsoft Excel (Microsoft 2016 version, Microsoft Corp. Seattle, WA, USA) to calculate time intervals and beats per minute. Heart rate is defined as beats per minute (bpm) and can be obtained by multiplying the time interval (in seconds) between two peaks by a factor of 60. Furthermore, to validate the result of the heartbeat, the heart rate was measured directly from the heart by following a previously established ImageJ-based method [34] .
Stroke Volume, and Cardiac Output Calculation
Stroke volume (SV) was determined by multiplying the area of the DA/PCV (A) by the distance blood pumping around the aorta/vein in one beat (dx) (Equation (1)):
Since a blood vessel is cylindrical, the area (A) was measured using Equation (2), where blood vessel diameter (d) was measured with line selection in ImageJ function:
Because velocity is defined as the distance traveled per unit time, the distance traveled (dx) was determined by integrating cell velocities as a function of time. The velocity-time integral (VTI) was measured by multiplying average speed with ∆t. Therefore, the final equation of stroke volume was obtained by Equation (3):
Cardiac output (CO) was determined by multiplying the stroke volume (SV) by the heart rate (HR) (Equation (4)): CO = SV × HR (4)
Statistics
All statistical data were compiled and plotted using GraphPad Prism (GraphPad Software version 7 Inc., La Jolla, CA, USA). One-way or two-way ANOVA test was given by following the post hoc test of Tukey, depending upon the data normality for significant data. Level of Significance was set at a p value < 0.05. 
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